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Test Fixture Operation and Calibration

The test fixture A0134552A is de-
signed for testing four terminal de-
vices in an 0805 Package. The fix-
ture is designed to operate over a
frequency range of DC-3 GHz at
room temperature.

This manual will go over the general
operation and use of the test fixture.

For testing, the DUT is placed onto
two microstrip launches with DURA
contacts.

A midsection is inserted into the test
fixture. The size of the midsection
determines the size of the DUT to
be tested. The midsection
assembly has two guide holes for
alignment with the test fixture. The
chamfered side of the alignment
holes is on the input side of the test
fixture on all midsections.

See our website www.icmicrowave.com for more details






