


Step 1 - SHORT Calibration

e Mount the SHORT Standard inside the
test fixture

e Place a connecting tab from the micro-
strip to the SHORT Standard on each
side

* Mount the pusher assemblies from the
test fixture onto the launching sections

* Mount the two pusher assemblies from
the Calibration Kit

e Perform the SHORT Calibration on the
Network Analyzer

Step 2 - OPEN Calibration

e Mount the OPEN Standard inside the
test fixture

e Place a small square connecting tab

onto the end of the microstrip on each
side

e Mount the pusher assemblies from the
test fixture onto the launching sections

e Mount the two pusher assemblies from
the Calibration Kit

e Perform the OPEN Calibration on the
Network Analyzer

See our website at www.icmicrowave.com for more details






